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CHAPTER 1 
 
 
 
 
INTRODUCTION 
 
 
 
 
1.0 Introduction 
 
 
Electrocardiogram (ECG) is a popular non-invasive method of accessing the 
electrical activity of the heart. It is recorded from body surfaces particularly at the 
limbs and chest of a subject. Numerous arrhythmias can be studied and identified by 
means of interpreting the ECG. By interpreting the ECG, cardiologists are able to 
examine the electrical cycle of the heart and therefore they are able to understand the 
condition of the heart. The Myocardium Infarction (MI) or commonly known as the 
“heart attack” is one of the fatal cardiac arrhythmias at which the cardiologists are 
putting their attention to. 
 
 
Recently, research has shown that MI has close relations with the QT 
dispersion index. Even though the QT dispersion has been identified as not being 
able to relate to the MI a few years ago due to unreliable and imprecise manual T 
offset detection, the measurement has been brought back with a new breathe using 
the digital computer system which measurements are repetitive and reliable. 
Therefore, an algorithm needs to be develop where it detects the Q onset and T offset 
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with validation from the cardiologists and in which the deviation between automated 
and manual measurement is minimized. 
 
 
 
 
1.1 Background of Research Problem 
 
 
Currently, cardiologists particularly in Hospital Universiti Kebangsaan 
Malaysia (HUKM) are manually measuring the QT intervals of patients from strip 
paper recorded by ECG machines. It is from the twelve QT intervals from twelve 
ECG leads that the cardiologists derived the QT dispersion index. Since QT has the 
potential to indicate or predict upcoming MI event in a patient, it is almost 
impractical for the cardiologists to do manual measurement of the QT intervals of a 
large number of patients repetitively from time to time.  
 
 
Therefore, there is a need for a device that monitors continuously the QT 
dispersion reliably in order to look out for the Myocardial Infarction. Various 
algorithms can be implemented ranging from simple R peak detection to complex 
artificial intelligence in diagnosing cardiac disorders from the ECG. In order to 
develop a system, an annotated database is crucial as a reference for the algorithm in 
development which will later serve to automatically detect the P, Q, R, S, T points 
and other important parameters as well as aiding the cardiologists in determining the 
cardiac disorders within a short period as compared with doing it manually.  
 
 
ECG databases can be obtained free from online sources such as Physionet or 
can be bought at an extremely high cost. However, the databases are collected from 
and represent the cardiac disorders of patients from the sourcing country. Therefore 
this does not fit well in systems where they will be implemented locally. A 
Malaysian annotated ECG database shared amongst local biomedical system 
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developers will be of great assistance in gearing Malaysia towards achieving a status 
of becoming a competitive nation in the field of biomedical engineering.  
 
 
A challenge that must be confronted in developing an ECG database is that 
the data collected must be reliable. The data collected must represent the actual 
electrical activity in the heart with minimal noise and distortion from the data 
collecting device. Factors introducing noise are the surrounding power line noise, 
electro magnetic interference from nearby devices, and also from the patients such as 
the baseline wander and the motion artifacts. Noises from the patients can be 
overcome by educating the patient and by clinically preparing the skin and electrodes 
prior to recording. Noises, especially the power line noise, need to be removed 
electronically using analogue filters and amplifiers. The filters and amplifiers have to 
be carefully designed and selected as they could introduce distortions to the signal of 
interest.  
 
 
A data acquisition unit is essential when an effort to develop a database is 
taken into commitment. It is necessary to design a data acquisition unit is so as to 
achieve a low cost data collection system that can be distributed to all the local 
hospitals and clinics. The developed data acquisition unit will allow unlimited access 
in terms of customizations, modifications, and applications. The developed data 
acquisition PC software which usually pairs up with the data acquisition device will 
also allow unlimited integration of ECG parameters detection and diagnose 
algorithms into the system.  
 
 
 
 
1.2 Objectives 
 
 
In order to solve the research problems, the following objectives are 
identified as follows:- 
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1. To develop a PC-based data acquisition unit to be used as a platform to 
develop the ECG database. 
2. To design and develop an analogue signal conditioning circuit. This is the 
interface between the patient and the data acquisition unit. 
3. To compare the level of signal distortion in ECG signals when applying 
low pass filters designed using the Filter Pro software (Texas 
Instruments) 
4. To compare the performance of the analogue notch filter and the digital 
power line noise removal filter. 
5. To integrate the QT dispersion indexing software (Malarvili, 2004) into 
the developed data acquisition software. 
6. To evaluate the QRS onset and T offset detection algorithm using the 
annotated PTB Diagnostic ECG database 
 
 
At the end of this research, a platform for the development of ECG system 
with regard to designing portable ECG devices and algorithms for automatic cardiac 
diagnosis is made available for future research works. This will also make ready a 
system for developing a local ECG database.  
 
 
 
 
1.3 Scopes 
 
 
In order to achieve the above outlines, this research is carried out as follows 
 
1. The data acquisition device is developed using the PIC16F84A assembly 
language and the sampling is time division multiplexed.  
2. The PC software for the data acquisition device is developed using 
Microsoft Visual C++ 6.0 platform and function to preview, record and 
playback. Display of the signal during preview and record is shown in 
real-time scrolling state.   
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3. The developed signal conditioning circuit for interfacing to the patients is 
limited to allow only recording of the diagnostic ECG and consist of 
twelve ECG leads. 
4. The low-pass filter for anti-aliasing purposes is designed using the 
FilterPro software made available by Texas Instrument Inc. The filter 
characteristics are designed around the Sallen-Key configuration.  
5. The comparison of the performance of low-pass filters utilizes simulated 
ECG signals for persistency.  
6. The QRS onset and T offset detection technique implemented in the data 
acquisition software and evaluated using the PTB Diagnostic ECG 
database applies the algorithm developed previously (Malarvili, 2004).  
 
 
 
 
1.4 Thesis Organization 
 
 
This thesis is organized into six chapters. The current chapter describes the 
introduction of this research, the overview of the research background and problems 
as well as the objectives and scopes of this research. 
 
 
The second chapter brings the reader into the literature review in the field of 
ECG and the research works done regarding the data acquisition system, and the 
signal conditioning circuits design for acquiring a reliable ECG signals. 
 
 
Chapter 3 highlights the research works on the ECG focusing on digital 
signal processing in removing power-line noise and algorithms in detecting the P, Q, 
R, S and T waves and peaks in the signal.  
 
In chapter 4, the methodology of the research is discussed in detail. This 
includes the design of the data acquisition unit, the ECG signal conditioning system, 
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the experiments carried out in order to determine an optimal ECG system, and the 
validation of the QRS onset and T offset detection algorithm on the annotated PTB 
Diagnostic ECG database.  
 
  
The fifth chapter presents the results of the experiments carried out in chapter 
four and the analyses are brought into discussion. Base on these results, an optimal 
twelve-lead ECG system is designed. 
 
 
Chapter 6, the conclusion, summarizes the research works done for this thesis 
and put forward suggestions for future works in the development of the automated 
ECG diagnosis system.  
